The identification of unknown molecules has been one of the cornerstone applications of mass spectrometry for decades. This tutorial reviews the basics of the interpretation of electrospray ionization-based MS and MS/MS spectra in order to identify small- samples. This tutorial also discusses strategies to obtain useful orthogonal information (UV/Vis, H/D exchange, chemical derivatization, etc) and offers an overview of the different informatics tools and approaches that can be used for structural elucidation of small molecules. It is primarily intended for beginning mass spectrometrists and researchers from other mass spectrometry sub-disciplines that want to get acquainted with structural elucidation are interested in some practical tips and tricks. (2) can the compound be expected by the analyst based on a priori knowledge on the sample and the conditions? These four different classes are presented in Table 1 . The first class is that of the "known"
| INTRODUCTION
Structural identification and quantification of unknown chemical entities is a constant question in analytical science. Four classes of analytes can be distinguished, based on the answer to two yes/no questions: (1) has the unknown compound ever been identified before (ie, is the chemical entity present in a database/knowledgebase)? and (2) can the compound be expected by the analyst based on a priori knowledge on the sample and the conditions? These four different classes are presented in Table 1 . The first class is that of the "known" analytes; that is, compounds that are expected in a certain sample and whose structure is known (class 1). The analytical goal for these compounds is confirmation of the presence of the molecule studied and/or quantification of the analyte in a given sample. Although the strategies to confirm presence of these compounds by MS share similarities with structure elucidation, we keep this class outside of the scope of this tutorial. The "unknown" compounds can be classified into three more classes: "Known not expected" (class 2); that is, compounds that are described for which mass spectral information is available in databases. Typical examples are common contaminants in solvents, small molecules that leach from plastic consumables, and the like. The class "unknown but expected substances" (class 3) contains compounds in the studied sample that can be rationalized by metabolism and/or chemical side reactions of a known compound present in the sample.
The last class 4 of unknowns is that of the "unknowns and unexpected compounds," where there is no a priori knowledge on the structure and origin. Identification of the molecular structure of compounds in each class requires different techniques and approaches. Table 1 illustrates that the availability of meta-information (or a priori information) is often crucial in the identification process. For example, in the analysis of substances that migrate from plastic baby bottles, 1 it is important to acknowledge the fact that we deal with polymers. The analyst does not know the individual analytes. However, the identification of these Class 2 compounds is enhanced by searching for compounds with known applications in polymer industry (ie, the knowledgebase: including catalysts, monomers and small oligomers, optical brighteners, plasticizers, anti-oxidantia, etc). In a similar way, knowledge of the process in which the unknown analytes are produced and the chemical reactivity of the molecules involved is of great value for the identification of unknown compounds; for example, in the analysis of unknown hydrolysis products of a known chemotherapy drug melphalan (ie, the "parent" compound in the sample, resulting in Class 3 unknowns). 2 Questions for structural elucidation of small molecules arise in research laboratories where new molecules are synthesized on a small scale. The analyte can contain intended molecules, but also unexpected structures and unknown side products that are produced and must be studied to understand the chemistry of the reaction at hand. On a much larger scale, the same questions must be answered in the quality control of bulk chemicals that must meet certain technical specifications. The latter becomes even more stringent in, for example, the pharmaceutical industry when product and processes must meet the requirements of regulatory authorities. We focus on the fundamentals of MS-based structural elucidation of individual unknown small molecules, strategies for high-throughput identification in metabolomics, 3 peptidomics, 4 proteomics, 5, 6 glycomics, 7 and lipidomics 8, 9 are discussed elsewhere.
"Together with ultraviolet/visible (UV/Vis), infrared (IR), and nuclear magnetic resonance (NMR) spectroscopy, mass spectrometry (MS) is a key technology in the identification of unknown compounds" could be the opening sentence of an undergraduate course on the use of analytical techniques to identify unknown small organic molecules.
This statement is largely valid, but the practical implication implies often a lot more than what can be studied in even advanced courses.
On the one hand, this complexity is due to the enormous diversity of analytes and molecules, but on the other hand mass spectrometry is no longer a single technique. The analytical chemist has a wide range of mass spectrometric instruments available that differ in ionization technique, type of mass analyzer, and the way in which the analyzers are combined into tandem mass spectrometry (MS/MS) instruments.
Sometimes, the MS instruments are even combined with other analytical technologies (ion mobility (IM), IR spectroscopy, etc). In a traditional approach, a particular ionization technique is used in combination with a single mass analyzer. To cover all available approaches in a single course for analytical chemists-to-be is impossible, and so it is for a single review like ours. Instead, we will focus on the applications of electrospray ionization (ESI)-high resolution mass spectrometry for small molecule structural elucidation.
In this tutorial, we focus on high resolution (and mass accuracy) mass spectrometry because this is pivotal to obtain the elemental composition of an unknown (see section 2.2). Also, it is important to note that, in a strict sense, structural elucidation implies full structure identification. This full-blown structure identification is usually not feasible via MS-based techniques alone, because it is practically impossible to assign, for example, stereochemistry or to discriminate between regioisomers or rotamers, at least not without extensive background information or in conjunction with other techniques such as (chiral) chromatography, NMR, etc. Therefore, we will focus on the structural information that can be extracted from MS experiments. on the polarity in solution and proton affinity in the gas phase of the analytes that can be expected in the sample. 12 Apart from the analyte properties, the specific design of the ionization source will also influence the suitability of an actual ionization source for the analysis of a specific compound. For structural characterization, it is important to realize that these atmospheric-pressure ionization methods all result in protonated or deprotonated molecules and other adducts; in contrast, EI generates radical cations (molecular ions). The nature of the ions generated in ESI (protonated/deprotonated, Na + -, K + -adducts, etc) depends on the characteristics of the analyte and on the experimental conditions used, and can either be problematic or put to an advantage in the analytical question at hand. Whereas EI most often fragments the molecular ion into product ions, the protonated ion from ESI mostly has a limited excess energy input that results in MS spectra that contain few or no product ions. Therefore, little or no structural information is available in ESI mass spectra; however, this feature is advantageous to identify the molecular mass of the analytes.
Obviously, the selected mass analyzer has an important effect on mass spectral information. The accuracy and resolving power of the instrument determine whether only the nominal mass can be measured or whether it also allows determination of an elemental composition. In the last decade, a revolution has occurred in the resolving power and accuracy of high-end mass spectrometers in routine measurements.
Novel time-of-flight mass analyzers have a resolving power of several tens of thousands and a low ppm mass accuracy. These features limit the number of possible elemental formula for a measured m/z value.
The newest generation of Orbitrap mass analyzers achieves a resolving power of approximately 500 000, which can to resolve the fine structure of isotopes for most small molecules. Recent FT-ICR instruments can achieve an even higher resolving power (>2 000 000). This isotopic fine structure further helps to determine the correct elemental formula. Several techniques can be applied to gain additional and orthogonal information that might lead to identification of the correct structure. The techniques discussed further in this tutorial are limited to those that are routinely coupled to mass spectrometry in the quest for the correct molecular structure.
Apart from the technical aspects to acquire MS and tandem MS data, the interpretation of this information is the actual process of characterization/identification of the unknown molecules. Therefore, informatics and software-aided identification becomes increasingly important and ever more performant in the speed of analysis and in the quality of the interpretation of the data. Also of importance for correct and efficient interpretation of the MS data can be other data available on the analytes studied.
Integration of these data with a combination of analytical techniques (eg, LC-MS) or with careful alignment of all sources of information (IR and/or UV/Vis spectra, retention times, solubility, reaction conditions, etc) will greatly facilitate the identification of the unknown analytes.
2 | THE MASS SPECTRUM
| Strategies to find the ions of interest
Mass spectrometry can to detect an almost infinitely wide range of molecules. This broad applicability, in combination with its intrinsically high sensitivity and high throughput, results in very rich and complex data sets from which the analyte(s) of interest must be extracted.
In cases where a compound, detected as a chromatographic peak with another LC-coupled detector (eg, UV/Vis) must be identified, one can focus on the specific retention time of interest and take into account the potential retention time shift due the transfer time between the detectors (online) or different dead volume of the systems (offline). An average spectrum at the peak top with or without DE VIJLDER ET AL.
| 609 background subtraction before and/or after the peak is expected to provide a spectrum that contains the ion of interest accompanied by co-eluting (background) ions. The retention time of the peak top and peak shape of the extracted ion chromatograms (XIC's) that correspond to the ions present in the average spectrum will reveal whether the signals are compound-or background-related ( Figures 1A and 1B) . Background ions can come from the sample matrix, but also from impurities or contamination (eg, bacterial growth) in solvents, leachables of recipients (eg, phthalates), degradation of LC columns, cross-contamination or carryover of previous samples, etc.
Often, background ions show an aberrant chromatographic behavior.
Either they show no chromatographic profile at all (ie, their signal is present at all retention times in similar intensities, see Figure 1C ) Background "ions" can also originate from electronic noise and artifacts in transformation of the data. 18, 19 The amount and nature of this noise depends on the type of MS system used. They can usually be recognized as spikes (one data point, that resembles a triangle in the XIC; Figure 1C ), but can also be omnipresent, usually at the same m/z and similar intensity. For identification, it is important to rely only on ions that are detected several times in the time frame of a chromatographic peak, and that exceed the intrinsic background levels of the MS system. 17, 20 or on the web.
Larger molecules (usually >MW 1000 Da) often bear multiple charges, but multiple charging can also be observed in small molecules with multiple functional groups that are ionic or very prone to ionization.
Because mass-to-charge (m/z) ratios are measured in MS, multiply [23] [24] [25] [26] MDF is another technique often used in drug metabolite profiling. 27, 28 The term "mass defect" refers to the difference between the exact mass of an element or molecule and its integer value. Because the decimal portion of the exact mass of metabolites often only changes in a limited way relative to the "parent" compound, filtering on a mass defect similar to that of the parent compound can be useful to deplete the data from a large part of the background ions. It should be noted that large metabolic cleavages or conjugations can have a significant impact on the mass defect of metabolites. Therefore, in cases where these cleavages are to be expected, a separate MDF for every cleavage product or application of a chemically intelligent MDF that takes these cleavages into account is preferred. 29 Likewise, a similar strategy can be developed for process impurities and degradation products. For an in depth discussion on the use of the mass defect we refer the reader to the review by Sleno. 34, 35 An elemental composition calculator is used to provide a list of all potential elemental compositions within the expected range of the measured accurate mass (ie, the mass accuracy) of the instrument and the minimum and maximum number of potential elements set by the user. It is important to note that, for high resolving power mass spectra, the m/z value must be compared to the exact (monoisotopic) mass of a candidate structure instead of the average mass. The selection of potential elements largely depends on the predefined knowledge of the mass spectrometrist of the sample and molecule to be identified. The smaller the a priori knowledge, the broader the selection criteria will be. Some elements such as chlorine, bromine, sulfur, and boron have characteristic isotope ratios. This implies that the presence of these elements in the unknown analyte can be deduced from the isotope ratios obtained from the MS spectrum. Also, the mass defect of the ion can provide some indication on the elemental composition; for example, the presence of iodine, a halogen, but unlike chlorine and bromine without DE VIJLDER ET AL.
| 611 characteristic isotope pattern, can sometimes be suspected when the mass defect of the unknown is lower than anticipated for its molecular weight. It should also be taken into account that ions can also result from in-source fragmentation of a larger molecule or that compounds are modified (eg, reduced or oxidized) under the conditions used for ESI.
It is even possible that the precursor ion is not a dominant peak in the spectrum due to this effect. The extent of adduct formation and insource fragmentation can also be dependent on the ionization conditions used (eg, mobile phase and cone voltage; see Figure 2A ).
Because Na + and K + adducts yield far less product ions than their protonated analogs due to loss of the cation, the co-occurrence of these adducts in a mass spectrum ( It is obvious that a higher mass accuracy of the MS system will produce a shorter list of potential elemental compositions. This fact is illustrated by an example in 36 The lower the mass the ions of interest are, the more likely a single or a very limited number of potential elemental compositions can be assigned. As a consequence, the number of potential elemental formulas can also be reduced by examining product ions because they are lower in molecular weight. The combination of elemental compositions for different product ions can be combined to obtain the most likely elemental composition for the intact precursor ion. [37] [38] [39] [40] This feature was exploited by Böcker and Rasche when they first introduced the concept spectral fragmentation trees. 41 Next to mass accuracy, the isotope pattern is also important to obtain the correct elemental formula. In most elemental composition calculators, a function is provided that scores the remaining possible For example, a molecule that incorporates one 13 C isotope at a position where an otherwise identical molecule has a 12 C atom, has a mass of 1.003355 Dalton (Da) higher due to the additional neutron in 13 C.
Thus, a molecule can have different isotope variants with different masses that depend on the number of different isotopes of the elements that compose the molecule. 42 The probability of occurrence of these isotope variants can be calculated given the atomic composition and the known elemental isotope abundances, as described by IUPAC. 43 The result of this calculation is known as the isotope distribution. Prior information on potential elements and/or TABLE 2 Potential elemental compositions for the exact monoisotopic mass of (protonated) celecoxib within a 5, 2, and 1 ppm error window and the following elemental search parameters were used: Palmblad. 46 However, a few aspects are worth discussing here.
First, the instrument resolving power will determine the type of isotope distribution that should be computed. High resolution instruments (10 000-50 000 resolving power) can resolve an isotopic envelope (ie, the ensemble of all naturally occurring isotopes), but do not provide information on the isotopic fine structure (ie, the mass spectral signature that arises from naturally occurring isotopes, including those low abundant such as 15 N, and 18 O, of the analyzed molecule). Closely related isotopes lump together in so called aggregated isotopes. Spectra acquired on ultra-high resolution instruments (>100 000 resolving power) are more informative and thus better suited for compositional determination.
This effect of resolution is illustrated in Figure 3 , where the measured and calculated isotope distributions for protonated cele- Table 1 ). At 500 000 resolving power ( Figure 3C ), the fine structure in all isotope peaks is so detailed (the different isotopes are baseline resolved) that in most cases only one possible elemental composition remains. With increasing mass, however, the number of isotope peaks and their overlap will gradually increase as well as the number of potential elemental compositions.
Second, a user that relies on software to compare isotope distributions should be aware of the spectral abundance accuracy of the instrument (ie, variations in the relative intensity of the isotopes) because several types of error can compromise the observed abundances within the isotope pattern. In 2009, Böcker et al reported that the isotope ratio intensity accuracies obtained on a TOF instrument were higher compared to those measured with a fouriertransform ion cyclotron resonance (FT-ICR) instrument. 34 More recently, similar isotope intensity accuracies were found when comparing an Orbitrap instrument to a QTOF instrument. 47 It is to be noted that, in general, the accuracy of the isotope ratio intensities are heavily dependent on the intensity of the studied ions. This variable isotope ratio intensity accuracy will add uncertainty to the scoring scheme and might corrupt the molecular identification.
Next to the accurate mass and isotope distribution, other parameters can be taken into account to determine the elemental composition of an unknown. The "degree of unsaturation," usually represented as rings and/or double bonds (RDB) or double-bond equivalents (DBE), of an impurity, degradation product or metabolite is closely related to that of the "parent" analyte unless a significant part of the structure is lost. 48 Atmospheric pressure ionization processes generate even-electron ions (ie, ions with an even number of electrons as opposed to the radical ions that contain an uneven number of electrons that are generated via EI). This even-electron rule can be used as a filtering criterion when potential elemental compositions are considered for a measured accurate mass. By applying the nitrogen rule, these evenelectron structures also imply that an ion with an even m/z will have an odd number of nitrogen atoms and vice versa. can be significant differences between MS/MS spectra obtained via beam-type CID and resonant excitation CID. However, the approach towards structural identification remains the same. A detailed discussion of all fragmentation techniques is outside of the scope of this tutorial, but was the subject of an extensive review. 51 For large molecules, electron-based ion activation methods are often applied as well. 52 In CID, it is critical to carefully select the precursor-ion mass (usually the protonated (+) or deprotonated (−) molecule) and the "laboratory collision energy" that determines the extent of fragmentation. The isolation window (ie, the m/z region that is selected for fragmentation) can be very narrow in a way that only the monoisotopic peak is fragmented; for example, to obtain high selectivity in complex matrices. In these complex matrices, like biological samples (drug metabolite identification, metabolomics, food, plant material, etc) many compounds enter the mass spectrometer simultaneously and might end up in the product ion spectrum together if the isolation window is too wide. Alternatively, a wider range can be selected to include the entire isotopic envelope, in order to maintain the specific isotope patterns in the fragmentation spectra (eg, for chlorine-or bromine-containing compounds). Another important consequence of the selected isolation width is product ion abundance; the application of very narrow isolation windows, desirable for a high selectivity, will result in lower intensity product ions, which might hamper subsequent structural elucidation due to poor signal-to-noise ratios. Therefore, it is important to strike the right balance between selectivity and product ion abundance, especially when one is confronted with complex (biological) matrices. 53 
FIGURE 3
Theoretical isotope distribution for celecoxib at (A) 10 000 resolving power and zoom of the +2, +3, and +4 isotope peak at (B) 50 000 and (C) 500 000 resolving power (FWHM), calculated with Thermo XCalibur 3.0
Resonant excitation CID ("tandem in time") MS/MS spectra are produced after isolation of a precursor ion in a trap. This precursor ion is excited by application of an AC potential with a frequency dependent on the m/z of the precursor ion, and allowed to collide with an inert gas present in the trap to induce fragmentation. Fragment ions with a different m/z will no longer be in resonance with the applied excitation frequency and will not fragment further. Specific fragment ions can, in their turn, be isolated, excited, and fragmented to generate an MS Fragmentation (AIF). [54] [55] [56] When this collision-energy switching is performed in multiple, smaller, m/z windows to increase selectivity, this is termed "Sequential Windowed Acquisition of All Theoretical Fragment Ion Mass Spectra" (SWATH). 32, 57 As explained earlier in this section, resonant-excitation CID in ion traps can be iterated to produce MS n spectra. This feature can be exploited in structural elucidation via the generation of "mass spectral trees." 58 When product ions are subjected to a subsequent round of CID, a hierarchy of product ions can be constructed, which eventually leads to prototypic product ions of substructures that can be searched via algorithms.
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In beam-type CID, selective higher order MS n cannot be easily applied. However, work-around strategies were developed and applied. For example, an increased cone (or nozzle/skimmer) voltage will accelerate ions that will subsequently collide with neutrals in the ESI source to produce in-source fragmentations, prior to mass selection. These product ions can then be selected (eg, with a quadrupole) and further fragmented in a collision cell, to produce socalled "pseudo-MS 3 " spectra, which is a strategy that has been around since the early nineties. 60, 61 The geometry of some Quadrupole Timeof-Flight (QTOF) mass spectrometers equipped with a traveling wave ion-mobility cell surrounded by two collision cells even allows "pseudo-MS 4 " spectra to be generated by application of ion mobility between two rounds of CID and a subsequent match of the mobility drift times. 62 The uses of ion mobility in combination with MS are further elaborated in section 4.
| Interpretation of product-ion spectra
The ease or difficulty of the interpretation of an MS/MS spectrum that leads to a structure proposal depends on a number of parameters. First of all, structural elucidation is dependent on the available background information on the unknown analyte. De novo identification of a structure from a product ion-spectrum without any a priori knowledge can be very challenging. However, comparison of the fragmentation spectrum from the unknown analyte with that of a related known structure (eg, a drug metabolite or degradation product compared with the drug itself) can drastically help the interpretation. It is important to note that the rules for assignment of the elemental composition, described in section 2.2, also apply for tandem MS spectra. The elemental composition of product ions will greatly facilitate structural elucidation (eg, presence of a chlorine isotope pattern in a product ion). ions has been the subject of intensive study and was described in a comprehensive monograph by McLafferty and Turecek. 63 Due to the absence of radical formation, fragmentation mechanisms of ESI (or APCI)-generated ions are significantly different from EI.
An overview of small-molecule fragmentation mechanisms of [M + H] + ions has been the subject of specific studies and reviews, [64] [65] [66] and falls outside of the scope of this tutorial. For an overview of the scarce information on fragmentation mechanisms of deprotonated
− molecules, the reader is referred to the review of Wilfried Niessen 67 and references therein. Nevertheless, some basic rules that apply to fragmentation of ions generated in ESI and other API sources are described below.
1.
Fragmentation of an ion generated via ESI results in the formation of a charged species, which is observed as the product ion, and a neutral species, which is lost for MS detection. As such, the location of the charge in the molecule upon ionization largely determines the product ions that are formed, a process called "charge-directed fragmentation." Therefore, it is important to have a good understanding of the sites and functional groups in a candidate structure that can be (de)protonated. In ESI, the ease with which a functional group within a molecule is ionized is dependent on its basicity/acidity. Up until now, it is not clear whether the basicity in solution or in the gas phase is the most determining factor. 68, 69 It must be noted that there also exist gas-phase decompositions in ESI that occur physically remote from the charge site of the ion. This "charge-remote fragmentation" phenomenon occurs less frequently for (de)protonated ions but is extensively described in a review by Cheng and Gross. 3. Fragmentation of protonated or deprotonated molecules generates even-electron ions in the majority of cases (parity rule). Therefore, the same logic as described in section 2.2 for precursor ions can be used to understand product-ion spectra: for example, the nitrogen rule states that a fragment with even m/z will have an odd number of nitrogen atoms or vice versa. 49, 71 As an exception, odd-electron ions can be observed for specific functional groups and classes of molecules, such as the loss of halogen or nitro-radicals from (poly) aromatic compounds, where the resulting radical fragment ion can be stabilized. . 72 This fragmentation pattern is commonly observed for carbon-heteroatom bond-containing functional groups like ethers, esters, thioesters, amines, amides, glycosides, etc.
5.
Cleavage of a C─C bond adjacent to a heteroatom frequently occurs as well. Here, charge retention at the heteroatom is likely to occur with formation of an iminium or an oxonium ion as a result.
6. Bond cleavages in low energy CID often result in the addition or subtraction of protons, a process known as "hydrogen rearrangement." Tsugawa et al formulated nine rules for the hydrogen rearrangement of hydrogens to the most common elements C, N, O, P, and S in positive and negative ion modes. 73 These hydrogen rearrangement rules inherently capture most of the other rules mentioned above.
Next to these basic rules, a more-detailed list of ESI fragmentation rules is given in the work of Weissberg and Dagan. 66 It is worth noting that more complex fragmentation reactions or rearrangements also frequently occur in ESI MS/MS spectra. Therefore, the interpretation of smallmolecule CID fragmentation spectra remains a skill that is acquired through a lot of practice. In this regard, the reviews by Wilfried Niessen and coworkers, which describes the positive-ion mode fragmentation of therapeutic drugs, 72 drugs of abuse, 74 and pesticides, 75 are excellent starting points to get acquainted with small molecule fragmentation spectra. They also nicely demonstrate that fragmentation behavior can be very specific for a given class of molecules.
As an example to illustrate some of the fragmentation rules described in this section, a beam-type CID MS/MS spectrum of the antipsychotic drug haloperidol is depicted in Figure 4A The product-ion spectrum of a derivatized azide anion from sodium azide is shown in Figure 5A as an example of more-seldom observed fragmentation behavior. First, azide was derivatized with the polyaromatic sulfonamide dansyl chloride to enhance chromatographic retention and ESI efficiency. 76 The | 617
After acquisition of the MS/MS data, careful analysis of the product-ion spectra can eventually lead to the construction of a fragmentation pathway for the proposed compound. This pathway provides an explanation of the major fragment ions. It takes into account all the data that were gathered, including elemental compositions, nitrogen rule, and degree of unsaturation (RDB/DBE) of the precursor ion and its fragments, plausible fragmentation sites, and all data gathered by any orthogonal techniques (eg, these described in section 4). An example of proposed fragmentation pathways for the observed MS/MS spectrum of haloperidol ( Figure   4A ) and dansylated azide ( Figure 5A ) are depicted in Figures 4B and 5B, respectively. A similar strategy can be followed for the generation of mass spectral trees after acquisition of MS n data.
| ORTHOGONAL INFORMATION
When MS techniques alone do not suffice for the structural elucidation of an unknown analyte, additional, orthogonal information can be crucial to determine the correct structure.
In this tutorial, we will focus on those techniques that can be readily combined with mass spectrometry. Extra information can be based on the coupling with other separation methods (ion mobility) or detectors (UV/Vis). Also, chemical interventions that aid structure identification (H/D exchange, chemical derivatization) will be discussed.
| UV/Vis detection
Photodiode array detectors (PDA) or other UV/Vis spectrophotometers are amongst the most widely available detectors for LC. These detectors are non-destructive, and can easily be coupled with MS in a serial (ie, the LC column is connected to the UV/Vis detector, which is further coupled to the MS) or parallel fashion (ie, the liquid flow is split after the LC column, and partially goes to the MS and UV/Vis detectors). Because the absorption of light in the UV and/or visible region of the electromagnetic spectrum depends on the conjugated π-electron system present in an organic compound, the UV spectrum renders orthogonal information that can be of added value in addition to the information obtained with MS. It is often correlated with the degree of unsaturation (RDB/DBE) that can be UV spectra are especially valuable for identification of class III unknown analytes (Table 1) , in which differences in the UV spectra between the "parent" compound and its unknown derivatives (eg, metabolites, impurities, and degradation products) could reveal pivotal information on the site of modification. Moreover, unknown analytes might not ionize under the applied ionization conditions; but, if these compounds contain a conjugated system, they can at least be detected and traced by UV/Vis detection.
| Ion mobility
Although available for many years as a stand-alone technique, ion mobility coupled to MS (IM-MS) is a recent development. Ion mobility is an analytical technique that separates gas-phase ions based on their size and shape. Therefore, IM-MS can be used to obtain complementary information about unknown analytes.
Several ion-mobility techniques can be coupled to MS, and many papers describe these techniques and their different applications in more detail. [78] [79] [80] [81] Although used mainly to analyze complex mixtures and the enhanced structural analysis of high molecular weight compounds such as peptides and proteins, IM-MS has also been applied in the analysis of small molecules. 82 In many cases, LC-MS/MS will not discriminate among isomeric compounds. IM-MS and IM-MS/ MS can sometimes overcome these limitations and identify small molecule positional isomers that cannot be differentiated based on MS fragmentation alone. 83 Last, but not least, ion mobility can also simply be used to filter out ions from complex MS data based on their drift time 26 or selectively remove background ions. 84 This filtering dramatically reduces sample complexity and facilitates retrieval of the ions of interest. 
| Chemical derivatization
Chemical derivatization is often used to improve the physicochemical properties of a molecule for analysis. A chromophore can be added to an analyte to enable detection with UV/Vis spectrophotometry, or polar functional groups are derivatized to enhance retention on reversed phase LC or volatility and separation for GC(-MS) analysis and even to protect thermolabile groups. In ESI and other API sources, derivatization often aims to improve the ionization characteristics for poorly ionizable compounds. An example of such chemical derivatization strategy was mentioned in section 3, because dansyl chloride is used to improve the ionization characteristics, chromatographic retention time, and also UV/Vis response of azide (see Figure 5 for the structure after derivatization). 76 Such targeted approaches assume knowledge of the presence of a certain functional group that can be derivatized. On the other hand, chemical derivatization strategies can also be exploited in structural elucidation to prove the presence of a certain specific functional group. In fact, selective derivatization for the detection of functional groups is one of the oldest techniques in chemistry. 87 Derivatization is particularly useful when several structure proposals are still possible for an unknown analyte after the elemental composition was determined with MS and tandem MS fragmentation study was performed. A comprehensive overview of the principles of chemical derivatization for mass spectrometry was given by Xu et al. 88 Some interesting applications with regard to structural elucidation of drug metabolites were reviewed by Liu and Hop. 86 An extensive overview of the application of chemical derivatization for mass spectrometry (not limited to structural elucidation) can be found in a book by Zaikin and Halket. 89 
| INFORMATICS TO FACILITATE STRUCTURAL ELUCIDATION
Obviously, mass spectrometry yields primarily mass information through measuring m/z ratios. Unfortunately, even accurate mass alone is a poor discriminator to fully characterize a molecular structure.
Especially when considering the mass accuracy of an instrument, numerous compounds and structural isoforms can fall within the same mass interval and cannot be discerned (see Table 2 for the example with celecoxib) by mass only. Luckily, the isotope pattern accompanies this mass information. Yet, given this additional information, it is still hard to distinguish among molecules with a similar mass and composition because the isotope distribution provides only marginal extra information; that is, it is connected to the atomic composition of a molecule and not to its structure. To unravel the identity of an unknown molecule, product-ion information is required, as discussed in section 3. Computational methods can be a significant asset to improve capabilities and efficiency of this process. Unfortunately, the rule of "one size fits all" does not apply to mass spectrometry-based compound identification. Depending on the application, different software-aided strategies can be employed to pinpoint the molecular identify in a most optimal manner. These strategies are based on the amount and type of additional information that is known to the scientist who interprets the spectra. The types of additional information were already depicted in Table 1 (ie, presence of the spectrum or analyte structure in a knowledgebase, a priori expectations on the unknown analyte). Several comprehensive reviews have been published on the computational aspects of MS-based structural elucidation. [90] [91] [92] [93] Although it is not our intention to provide the reader with extensive lists of all published informatics tools, we mention a few of particular interest. Because this review is a tutorial, we focus on explanations of the general informatics strategies and concepts, instead of enumerating the characteristics of all available software tools. Figure 6 shows a general scheme of these strategies, and how they tie into each other. The strategies depicted in Figure 6 are further elaborated throughout this section, and are subdivided based on whether they use the MS or the MS/MS spectrum of the unknown as a starting point. It is important to note that these tools can all be used together to increase the odds of identification and that several of these strategies are actually combined in recent, more advanced, computational tools. All the tools mentioned in this section can aid the scientist in their quest to identify the molecular structure of a compound.
However, caution should be applied with these tools. Knowledge about the underlying assumptions is important, and tools should not be considered as a black-box. Experience and insight knowledge about molecular mass spectrometry remain essential to interpret the often long list of candidate molecules returned from software.
| The problem of mass spectrometry-based compound identification
Computers have for a long time played a major role in various aspects of mass spectrometry-based analysis of small molecules. Prior to identification, experimentalists rely on a range of signal-processing steps (such as denoising, subtracting, calibrating, centroiding, etc), many of which are covered by the MS instrument vendor software or vendor-independent workflow tools such as the XCMS software. 94 A common hurdle is often the conversion of the raw data into a standard file format; for example, mzXML 95 and mzML, 96 that are suited as input for third-party search algorithms. For data-format conversion, we can refer the reader to, for example, the ProteomeWizard platform.
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Computers often also play a crucial role to match the experimentally FIGURE 6 Scheme of the different informatics strategies discussed in section 5. It is important to note that these approaches are interwoven and that several approaches are often combined to obtain the structure of an unknown analyte. Some of the approaches lend themselves ideally to be used for certain classes of unknown compounds. In reality, all techniques can be and are used to gain structural information on the analyte that needs identification obtained mass spectrometric evidence and available meta-information to possible candidate compounds. 90 Conceptually, identification is the task to effectively restrict an often large search space (ie, the collection of all theoretically possible structure candidates) to the most likely candidate. In this process, as much available evidence as possible that the scientist gathers from the sample origin, instrument method, and ions in the mass spectral data must be considered. Matching this evidence can be done against diverse types of information, from libraries of historical spectra to calculated molecular formulas. In compound identification, the available evidence is typically heterogeneous, and ranges from precursor-ion spectra and product-ion spectra to extra experimental features such as retention time and metainformation such as the sample origin. To objectively compare experimental spectral data to candidate compounds, their similarity must be quantified with a score function. This comparison leads to a score from which the possible candidates can be prioritized and filtered. It is essential to understand that false positives and false negatives can arise in this process (outlined in detail by Ref. 98 ). False negatives occur when a correct match is wrongfully discarded throughout this process. These false negatives typically originate from too-large differences between the experimental spectrum and the library of other information against which it is matched. Many instrumental and experimental factors (eg, collision energy, collision gas, instrument design, etc) can introduce such extra variation in the observed spectra, especially in ESI and APCI workflows. On the contrary, false positives occur when a compound is positively matched against the wrong candidate. This incorrect matching happens mostly when the available spectral data are not able to distinguish among several structural features. 98 These two potential error classes underline the importance of the incorporation of multiple types of evidence in the identification strategy. Even in cases where an exact identification of a compound is impossible, multiple candidates often belong to the same molecular class; therefore, a reliable identification up to the level of the structural class might be the best achievable. 98 
| Information extracted from precursor-ion spectra
The information that can be extracted from the full-scan spectra 
| Information extracted from product ion spectra
In most cases, information about product ions is needed in order to elucidate the structure of small molecules. In contrast to accurate mass or isotope information, which are connected to atomic composition alone, product-ion spectra can provide relevant structural insight for molecular identification, because they require the breaking of chemical bonds. In order to interpret product-ion spectra, they are compared to potential candidate structures and ranked for fitness (similarity). This comparison process comprises a number of typical steps. First, the number of candidates can be restricted ("pruned") with information complementary to the product-ion spectrum (eg, precursor-ion mass or elemental composition). The product-ion spectrum can be compared with simulated or experimentally stored (in libraries)
product-ion spectra. This process involves scoring the similarity between the experimental spectrum and the candidate match. There are a few approaches to quantify this similarity; some of the most widely used are a normalized dot product 100 or a probability based matching approach. 101 These methods return a value that conveniently represents the similarity between experimental data and the candidate match.
| Transformations from a known compound
In specific studies, it can be expected that unknown analytes are structurally related to a known compound. These are typical examples of class III unknowns as described in Table 1 and include, for example, degradation products and metabolites from pharmaceutical drugs. The identification of (drug) metabolites benefits from this relationship, because they share structural motifs with its "parent" compound. The pathways of biotransformations in metabolism are common, and can often be predicted. These in silico predictions are usually accompanied by large numbers of false positives; that is, biotransformations that are not observed experimentally, and are not able to give a quantitative estimation of metabolite abundances and metabolic rates. Therefore, they are unable to replace in vitro or in vivo experiments. 102 In combination with mass spectral data, however, these tools can be very powerful. The localization of the exact site of a metabolic biotransformation with mass spectrometric analysis alone is in many cases challenging or impossible because regioisomeric metabolites are frequently not easily discriminated from product-ion data. This is, for instance, the case for positional isomers with a site of metabolism on an aromatic ring. The biotransformation is often assigned to a part or substructure of the "parent" compound rather than on one particular position on the molecule. These partially described structures are also known as Markush structures. The assignment can be made with manual interpretation of the fragmentation data, or supported by automated localizations of biotransformations that are incorporated in most up-to-date mass spectrometrybased metabolite identification software packages. All potential biotransformation bearing regio-isomers are generated in silico and their fragmentation matched and scored against the detected unchanged fragments, fragments shifted with the biotransformation, and novel fragments relative to the parent drug fragmentation. 103 Rather than blindly copying the position of the biotransformation suggested by the software, it is good practice to use these tools to improve efficiency by highlighting the mostdiscriminating ions and to identify the more straightforward metabolites, and leave more time for the interpretation of more exceptional metabolites. In cases where the exact location of metabolism cannot be assigned from mass spectrometry analysis alone, one can opt for additional structure elucidation with orthogonal tools. In general, the combination of multidimensional NMR and (ultra)high-resolution mass spectrometry will give you the highest information content for structural analysis of small molecules. 104 Alternatively, one could apply in silico tools to predict the most-likely site of metabolism within the mass spectrometry-assigned substructure location. Especially in silico tools that apply quantum mechanical approaches to calculate the reactivity of the different sites in the molecule and/or the molecular interaction with the (phase I) metabolizing enzyme provides a high success rate in combination with MS data. 105, 106 A comprehensive overview and pros and cons of different approaches to predict drug metabolism is described by Kirchmair et al. To remediate the exhaustive listing of all possible fragmentation products, these tools often adopt simple heuristic rules to penalize bond disconnection. For example, the fragmentation of an aromatic system will be penalized more severely than an aliphatic system.
The rule-based and combinatorial approaches are frequently embedded in data-preprocessing and workflow managers like Recently, search algorithms were developed that combine information from in silico-generated fragments and spectral libraries.
These algorithms combine the best of both worlds, and can lead to a higher sensitivity and specificity in the identification of unknown
analytes. An example of such an approach is embedded in the MetFusion tools. computable. 41 Basically, fragmentation trees are an automated way to draw a fragmentation scheme like those depicted in Figures   4B and 5B, but without prior knowledge of the molecular structure.
Initially, this concept was introduced only as a way to determine the molecular formula of unknown analytes, but it was later turned into a method for structural elucidation. 126, 127 During the last 5 years, novel approaches to assess MS/MS spectra were developed that take advantage of machine-learning algorithms. Two technologies of particular interest in this regard are molecular-fingerprint prediction, like the FingerID tool, 128 and competitive-fragmentation modeling. 129 Just like for in silicofragmentation predictors, the results from these modeling techniques can be used to search chemical structure databases (like PubChem, Chemspider, etc). Recently, one of these techniques was combined with the spectral-fragmentation tree concept, 130 and this combination was further refined into the CSI:FingerID method. 131 This advanced web-based tool allows one to search the Pubchem database of chemical structures with a high resolving power MS and MS/MS spectrum. The technical details of the techniques described here are beyond the scope of this tutorial, but were the subject of a recent review. 93 It is noteworthy that these machine-learning approaches can only be developed with high-quality training data, that can be retrieved from the spectral libraries discussed earlier. An overview that discusses the advances and pitfalls of these novel tools was given recently by Sebastian Böcker. 132 
| LIMITATIONS IN MS-BASED STRUCTURAL ELUCIDATION
The previous sections highlighted the virtue of ESI-MS to identify small molecules. However, when embarking on the endeavor of MS-based structural elucidation, it is important to know that there are also certain limitations and pitfalls that one must be aware of. Some of the mostcommon ones are listed in Table 3 . Good knowledge of these limitations is pivotal to raise the right expectations when one performs MS experiments.
| CONCLUSION AND FUTURE PERSPECTIVES
ESI-MS based structural elucidation of small molecules has experienced a tremendous evolution over the last two decades. Each manufacturer of MS equipment has its own flavor of ESI and APCI source; some have specific sources that are advantageous for specific analytes (eg, APPI) or for specific applications (eg, desorption electrospray ionization (DESI) of Direct Analysis in Real Time (DART) for ionization of analytes on a surface. 133, 134 New ionization methods and sources are developed as well, such as UniSpray™ 135 that extend the range of analytes that can be ionized and analyzed with MS.
With the advent of (ultra) high-resolution mass spectrometers combined with up to sub-ppm accuracy and a sensitivity that has increased by orders of magnitude, identification of unknown analytes in extremely small samples has almost become routine. At the same time the complexity and shear amount of data increased to levels that are no longer manageable by a single operator or analyst. With these technical advancements, data analysis and spectral interpretation became the bottleneck in structural elucidation. Smart data processing will be required to de-convolute the data (eg, M + H + , M + Na + , isotope pattern, fragmentation pattern, etc, that all lead to one analyte).When we consider the recent progress in informatics strategies for structural elucidation described in section 5 of this tutorial, especially in light of the application of machine-learning techniques, we expect that this hurdle will be largely taken in the years to come.
Other advances in the field of MS-based structural elucidation, next to informatics and the further improvements in MS technology, are likely to come from the combination of other types of separation strategies, ion activation methods for fragmentation and detectors. An interesting combination of multiple detectors is that of MS and infrared ion spectroscopy, that allow acquisition of IR spectra with MS selectivity and sensitivity. This was recently also demonstrated by the infrared ion spectroscopy (IR-IS)-MS analysis of two hydroxylated drug metabolites from an in vitro hepatocyte sample. 136 The revival of the combination capillary electrophoresis with mass spectrometry (CE-MS) is a nice example of how additional separation techniques can broaden the scope of MS-based structural elucidation of small molecules, especially in metabolomics. 137 The further refinement of ion-mobility technology (mainly towards resolving power) together with improvement and standardization of (in silico) collisional crosssection (CCS) calculations for small molecules will also add to the toolbox of the structural elucidation community. Quantum mechanical approaches with density functional theory (DFT) can be a way to predict CCS ab initio. 138 The same strategy can be used to predict product-ion spectra 139 but DFT calculation still tends to be consuming on computational resources, which hampers routine use, and the results are highly dependent on the assumptions the calculations are based on. Progress here will depend on further developments in computer hardware and software technology.
>As stated in the introduction, this tutorial is primarily intended for researchers that are new in the field of MS-based structural elucidation of small molecules and want to get familiar with the practical routines in this interesting and fundamental application of mass spectrometry.
It is also meant to be a refresher for more-seasoned mass spectrometrists or researchers who are active in other fields of research that use of MS-based structural elucidation, like proteomics, lipidomics, and metabolomics. It is worth noting that merely reading a tutorial like this one will not make you a specialist in structural elucidation, and that practical experience will teach you more than theoretical knowledge 2. The MS signal is spread over different isotopes, adducts, and/or fragments.
3. The MS response is highly dependent on the chemical structure of the compound.
4. The nature and abundance of the ions (adducts, fragments) is highly dependent on the sample solvent and matrix and the instrumentation hardware, settings and, overall, the experimental conditions used.
5. Not all peaks in an MS spectrum are necessarily from the compound of interest: there can be interferences from chemical and non-chemical (noise) background.
6. Product ions that originate from a rearrangement or loss of a part of the molecule appearing as unchanged compared to a reference molecule, can be misleading.
7. Isomers like enantiomers and rotamers cannot be differentiated with MS alone.
8. Salt forms cannot be assigned with ESI-MS.
9. Structure elucidation with MS often leads to partially assigned structures (ie, Markush structures) rather than fully identified structures (eg, for regio-isomers).
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does. As in every other aspect of science, the tips mentioned in this tutorial should not be applied without some critical thinking, and the (informatics) tools cited here should not be used as a "black box,"
because that approach will lead to poor or even utterly wrong outcomes. 
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